[Principles of the design of the equipment for intermittent normobaric hypoxia].
The author relates the principles of the design of the equipment for intermittent normobaric hypoxia. Provides the classification of diagrams, notes advantages and short-comings of the hypoxicators of both groups (forming gas hypoxic mixtures from compressed gases and atmospheric air). Delineates areas where they can be used efficiently.